INTRODUCTION
Cardiovascular system disease is one of the main health problems and the leading cause of death in European countries. Annually more people die due to cardiovascular failure than from chronic respiratory tract diseases and cancer [1] . Endovascular catheterization is among the key interventions used to treat individuals suffering from cardiovascular diseases such as aortic valve stenosis, coronary heart disease, heart block and abdominal aortic aneurysms [2] . Every year more than 200 million endovascular catheters are used during endovascular catheterization procedures (ECP) [3] . Complications during ECP can have different origins; however, the most important source of complications, including arterial spasm, cardiac tamponade, hematoma and vascular trauma [4] [5] [6] , is the mechanicaltribological interaction between the endovascular catheter and the blood vessel wall [7] .
Therefore, a deeper understanding of the tissue damage process is needed to study this interaction in detail to look for opportunities to reduce or minimize the aforementioned complications. This in turn will yield faster recovery from surgery, shorter hospital stays, fewer readmissions and lower mortality during ECP.
Several methods have been previously used or may be potentially used to characterize damage to biological tissue arising as a result of the rubbing action of a catheter on its inner surface. These can be broadly classified into two main categories: destructive and nondestructive methods. Destructive tissue damage characterization methods are suitable only for ex-vivo tissue testing and include histology (with chemical or cryogenic tissue fixation) [8] , optical (light) microscopy [9] , scanning electron microscopy (SEM) [10] [11] , and environmental SEM [12] [13] . Non-destructive methods are more suited for in vivo tissue testing and include techniques such as optical coherence tomography (OCT) [14] [15] , ultrasound [16] , white light interferometry [17] , Raman spectroscopy [18] [19] , and infrared (IR) spectroscopy [20] [21] [22] . Of these approaches the most promising for further exploration are the methods based on Raman and IR spectroscopy. However, despite its advantages, Raman spectroscopy has limitations which make it less suitable for tissue damage characterization due to catheterization. In particular, Raman spectroscopy requires the use of microscopy to obtain sufficient signal. This makes it very sensitive to small inhomogeneities that are common in actual tissue. The scattering nature of tissue helps to limit the effect, but in turn reduces the specificity at the surface (where most catheter linked damage is expected to occur). Finally, the largest variations expected in tissue are linked to polar bonds, for which Raman spectroscopy is inherently less sensitive than IR spectroscopy.
As a result IR spectroscopy is considered more promising since this technique has a high identification power and can be made surface selective. It has the potential to detect very subtle changes in the biochemical structure of tissue linked to mechanical-tribological damage caused by catheterization, and may be used in vivo.
The main aim of this work is therefore to provide a basis for a spectroscopic method that can be used for in vitro laboratory analysis to compare the damage to the blood vessel wall caused by different catheter designs, materials or catheterization approaches. This should provide the necessary starting point for the optimization of catheter-tissue interaction to limit damage during actual procedures.
BACKGROUND

Blood Vessel Wall Structure
In order to make sense of spectroscopic differences that are observed as a function of the level of tissue damage encountered it is important to first have a basic understanding of biological tissue, which by its nature is a very complicated, highly variable and inhomogeneous material. To do this it is useful to take a closer look at the actual structure of the blood vessel wall, using aortic tissue as a reference due to its ubiquity in many ECP.
Aortic tissue, in particular, has a strongly stratified structure, which is divided into three layers-the intima, media and adventitia (as encountered by a catheter during arterial perforation from the inside); each of which serves a well-defined purpose:
1. The Intima -is a larger structure composed of three constituents, which together protect the artery wall from the inside and provide reduced friction between the vessel inner lining and blood flowing through the lumen of the artery. Its biochemical composition consists mostly of carbohydrates and proteins. The three constituents of the intima include the following:
i.
Glycocalyx -a negatively charged layer composed of glycoproteins and proteoglycans, performing a wide variety of critical functions in the fluid environment, such as the mechano-transduction of shear stress, exclusion of red blood cells from the endothelial cell (EC) monolayer, modulation of leukocyte attachment and rolling, and inhibition of platelet adhesion. The glycocalyx is roughly 0.5-3.0 µm thick [23] .
ii.
Endothelial cells -a monolayer of cells, approximately 0.2 µm thick [23] .
iii.
Internal lamina -a layer of elastic tissue that separates the intima from the media.
2. The Media -is, volumetrically, the largest layer in the aorta wall. It is a composite layer that is made up of smooth muscle cells and elastic tissue (i.e., layers of crisscrossing elastin strands and collagen fibers embedded in the intercellular matrix). Its main purpose is to allow arterial deformation and recovery (i.e., dilation and contraction) during blood flow. In a biochemical sense the media consists mainly of proteins, carbohydrates, phosphates and to a small extent, lipids.
3. The Adventitia -consists of thick bundles of irregularly distributed collagen fibers in a matrix of fibroblasts, smooth muscle cells, and connective tissue. It provides mechanical resistance to the pulsating blood pressure. Biochemically the adventitia is composed mainly of proteins, phosphates and lipids.
The breakdown of the biological structure, main constituents and biochemical makeup of the arterial wall of the aorta are summarized below in Table 1 . 
Definition of Mechanical Tissue Damage Levels
When considering mechanical damage to the blood vessel wall occurring during an ECP, it is important to first consider how extensive the tissue damage needs to be in order to be deemed serious. Although this likely varies greatly depending on the state of health of the patient undergoing catheterization, type of blood vessel, age, etc., a benchmark is needed in order to establish a suitable baseline for the observable spectroscopic differences.
A recent study by Sobolewski and El Fray may provide a useful starting point [24] . They point out that the use of a balloon catheter to denude an artery segment has long been utilized as a model of arterial injury and intimal thickening, and explain the mechanisms involved in the healing of the arterial wall after damage. Following arterial injury, platelets and leukocytes are rapidly recruited to the injury site, and within twenty-four hours, smooth muscle cells (SMC) from the media layer begin to replicate, due to a combination of growth factor release from injured SMC, access to blood-born growth factors, and the absence of inhibitory endothelial cell signaling, including nitric oxide. This initial response to injury is then followed by additional SMC migration and proliferation, along with the deposition of extracellular matrix proteins, ultimately leading to the formation of neointima and a stenosis (i.e., narrowing) of the artery.
According to the Sobolewski and El Fray [24] , the critical moment in mechanical damaging of the artery wall occurs when the thin intima layer is removed, either by scraping, friction (i.e., abrasion or rubbing), or exposing of the media layer. Based on this finding, in the current study "acceptable" damage is defined as mechanical injury to the arterial wall which does not result in a change in the porcine aortic spectrum from one typical for that of the intima to one typical for that of the media. Any other observable spectrum changes are considered "serious" or "unacceptable" damage, independent of whether they were caused by scraping, abrasion, dissection or perforation of the artery wall.
Spectroscopic Implications of Mechanical Tissue Damage
From a biological point of view it is known what to expect when mechanical damage is inflicted upon the aortic tissue on the basis of knowledge of the main chemical constituents in the tissue which can be summarized as follows [25] [26] :
• Proteins that can be found in the media, building collagen and elastin fibers [27] .
• Phosphates that, with or without lipids, are building cell plasma membranes or DNA and RNA macromolecules [28] .
• Carbohydrates that are present in the tissue in the form of free glycogen (living organism energy source [27] ) and in other forms such as the glycocalyx layer in the intima [23] .
The spectral signatures for these various tissue constituents are given below, with the regions arbitrarily defined for convenience in the current study [20, [22] [23] [25] [26] [27] [28] [29] [30] [31] [32] [33] :
• Region I -Spectral peaks originate mainly from carbohydrates, and to a lesser extent from proteins and phosphates (1130-1000 cm When changing between the three main tissue layers, characteristic spectral changes are expected. However, there are large discrepancies in the literature over the spectral changes in the above-defined regions which occur due to damage [30, [34] [35] [36] [37] [38] . This is likely attributable to the fact that this research involves heterogeneous, live biological tissue and samples extracted from different body locations under various conditions which may have introduced spectral differences between the observations reported in the literature. In principle, the best approach is to use one type of material and a well-defined sample preparation. Tracking the changes in the infrared spectra while introducing progressive damage should allow the layers to be distinguished and permit characterization of three types of aortic tissue damage:
1. Damage within the intima layer, e.g., denudation of the artery wall due to catheter friction.
2. Damage extending as far as the media, which is predominantly collagen, e.g., dissection of the arterial wall by the catheter.
3. Damage extending as far as the adventitia (stroma, connective tissue), e.g., arterial wall perforation by the catheter tip.
To address the inconsistency in the spectral data from literature, the development of a spectroscopic method for the assessment of vascular damage caused by mechanical interaction with a catheter was conducted by performing a systematic, experimental investigation divided into two parts. The first part of the experimental investigation focused on qualitative analysis to ascertain what spectral differences could be observed when significant damage is inflicted upon the aortic tissue, while in the second part the possibility of characterizing more controlled and more realistic damage caused by a catheter tip was investigated.
METHODS
The development of a spectroscopic method for tissue damage characterization was conducted in two parts, a qualitative exploration of the ability of ATR-FTIR to discriminate between clearly damaged and undamaged tissue, followed by an investigation involving more controlled tissue damage conditions using actual catheter tips. It is important to note here that there are several possible approaches that could be used to damage the aortic wall. The two most relevant to catheterization are incisions and friction (i.e., abrasion) [47] . In this study emphasis is placed on abrasion as it produces more even (i.e., uniform) mechanical damage of the arterial wall structure. Due to ethical and practical reasons all experiments were performed using ex-vivo porcine aortic tissue (sourced from Hemolab BV in Eindhoven, the Netherlands, an ethical tissue supplier). The tissue was harvested from Dutch, female, Landrace hybrid piglets, with an average age of 6 months, which were humanely slaughtered for human consumption. The protocols at the slaughterhouse and in 
Sample preparation
The following sample preparation protocol was used for all tests:
1.
A sterile scalpel was used to cut the fresh ex-vivo porcine aorta into a 2.5 cm by 2.5 cm square test specimen, taking care not to damage the interior tissue structure.
2.
The test specimen was then thoroughly washed in warm (37°C) phosphate buffered saline (PBS) solution.
3.
The test specimen was placed in a 10 ml plastic petri dish and immersed in 5 ml of PBS.
4.
The container was covered and the tissue specimen refrigerated overnight at 4 o C.
Tissue damage / tribological test protocol
Different protocols were used to damage the tissue in the first (qualitative assessment) and second (controlled tissue damage) experiments.
Qualitative assessment
A simple protocol was used in the initial experiments, which were aimed at investigating whether any spectral changes could be observed as a result of clearly damaging the tissue (based on visual inspection):
1. The tissue specimen was removed from the refrigerator and allowed to equilibrate to room temperature for 30 minutes. The soft brush was used to inflict limited damage to the tissue specimen in a gradual manner. This was accomplished by pressing the rotating brush against the tissue specimen for a prescribed period of time, while taking care not to handle the tissue too much.
Progressive abrasion of the tissue with the soft brush was achieved in increments of 60 or
The hard brush was used to remove tissue material rapidly to a level where visual inspection clearly showed removal of the outer tissue layer. The specimen was abraded with the hard brush for a maximum of 15 s.
Controlled tissue damage testing
In the second part of the study the tissue damage protocol was refined in order to achieve greater control over the level of damage applied to the tissue. Several key differences were implemented:
1. A custom-made tissue holder was fabricated to secure the tissue (Figure 1a) . The tissue holder enabled the ex-vivo porcine aorta tissue specimen to be stretched laterally and to be held in place reliably during controlled damage testing. 3. A custom-built catheter tip head holder was developed to enable the catheter tips to be oriented at specific acute incidence angles relative to the tissue specimen, in order to more closely simulate in vivo catheter-blood vessel contact conditions (Figure 2c ).
4.
A custom-built fluid bath was developed to enable the tissue to be soaked in PBS solution during the test (Figure 2d) .
The protocol used for the controlled damage tests was as follows: 
FTIR Measurement
FTIR technique
Fourier-transform IR (FTIR) spectroscopy is based on the direct absorption of IR radiation and it therefore has significantly higher signal intensity than other spectroscopic techniques such as Raman, which involves inelastic light scattering. However, in conventional FTIR (transmission) analysis water produces strong interference as it absorbs a large portion of the radiation. This makes the technique less suitable for biological materials unless special measures are applied. When attenuated total internal reflection (ATR)-IR spectroscopy is used, the presence of water does not have to be limiting [39] . In this approach, the IR beam passes through an IR-transparent crystal in such a way that it reflects at least once at the internal surface in contact with the sample (Figure 3a and 3b) . The evanescent wave of this reflection extends into the sample and can interact with the material over a short distance.
Added advantages of the ATR-FTIR approach are that it requires little sample preparation and the sampling depth is very limited with only the top few micrometers of the surface examined, which is ideal for the analysis of the effect of catheter abrasion on tissue.
Consequently, ATR-FTIR spectroscopy is applied here as the spectroscopic method of choice to assess mechanical damage inflicted on the tissue during catheterization. In order to quantitatively analyze tissue damage it is necessary to have precise knowledge of the ATR-FTIR sampled volume. The exact sampled volume is determined by the radiation wavelength, the angle of incidence and the refraction index of the ATR crystal and the medium being probed [40] [41] .
Assuming an angle of incidence of 45° and the IR energy generally used in tissue characterization (with most important absorption features between 1800 cm -1 and 900 cm where is the wavelength (nm), n 1 is the refractive index of the crystal, n 2 is the refractive index of the sample, and is the angle of incidence [42] . Taking the crystal material into consideration (diamond with n 1 = 2.4) [43] , average refractive indices n 2 for various tissue types can be found in the literature ( Table 2) . 
Substitution of these values into Eq. (1) yielded estimates of the relative 'penetration depth.'
For the experiments performed in the current study a summary of the values of the average 'penetration depth' is provided below in Table 3 . Abbreviation(s): dp = penetration depth Although these differences may appear large, the contrast is mainly wavelength-dependent as the refractive index of the various layers is very similar. Therefore, differences in the sampled volume due to the degree of damage are not expected to be a concern. Signal from water outside the tissue is limited due to the pressure exerted during analysis (to enable sufficient contact between the tissue and crystal).
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FTIR analysis protocol
For the initial qualitative assessment of spectral changes due to tissue damage, the damaged specimen was placed in the ATR-FTIR setup for spectroscopic analysis immediately following the damage test. The pressure applied to the ATR pressure cone on the specimen was then adjusted using the 'live mode' so that the absorption level was the same in all tests (i.e., to ensure repeatability and consistency in the ATR-FTIR measurements). Care was taken to ensure that mechanical damage to the tissue, due to the contact pressure between the steel pressing cone and the ATR crystal, was minimized. After a short stabilization period of about 5 s, FTIR spectroscopic analysis was performed over a fixed integration time of typically 237 s (192 scans).
A more refined procedure was followed for the controlled tissue damage experiments:
1. After damaging the tissue specimen with a catheter tip, it was transferred to a PBSfilled petri dish before being placed in a thermally insulated storage container for transport to the spectroscopy lab for ATR-FTIR analysis. All FTIR analyses were performed within thirty minutes of the tribological test.
2. Before analyzing the tissue specimen in the ATR-FTIR setup it was removed from the storage container and allowed to dry out for 3 to 5 minutes until the fluid film on the surface of the tissue had evaporated.
3. The ATR crystal and steel pressure cone were then cleaned using isopropanol. This was then followed by a waiting period of 30 s to ensure that the isopropanol had evaporated, before gently cleaning the ATR crystal and pressure cone with PBS.
4.
The specimen was then placed over the ATR crystal using tweezers, taking care to ensure that the damaged part of the tissue was located correctly on the crystal.
5. The applied pressure of the ATR pressure cone on the specimen was adjusted using the 'live mode' to obtain a comparable overall absorption level in all tests, i.e., to ensure repeatability. This was accomplished by ensuring that the IR absorption intensity of the Amide II band (near 1400 cm-1) had a value of 0.09 in each test.
6. After a short stabilization period of about 5 s, FTIR spectroscopic analysis was performed over a fixed integration time of 237 s (192 scans). Three scans were acquired for each specimen, from different locations, to confirm that the spectra obtained were repeatable.
RESULTS AND DISCUSSION
Spectroscopic analysis of qualitatively damaged ex-vivo aortic tissue
In Figure 4a major peaks are observed in both the damaged and fresh (i.e., undamaged)
tissue IR spectra near 1240 cm A detailed summary of the observed spectral changes as the ex-vivo porcine aortic tissue is progressively damaged via abrasion, from an undamaged to a severely damaged state, is presented below in Table 4 . The results reveal several interesting insights into tissue damage and highlight the sensitivity of IR spectroscopy to small differences in the chemical It is important to note here that these changes are likely linked to a wear process in which subsequent layers of tissue are gradually removed, revealing the chemical gradients within the tissue which produce the spectral changes observed. These results suggest that IR absorption spectroscopy is sufficiently sensitive to chemical changes in the aortic-tissue surface which occur when it is damaged and can be used to effectively assess the degree of damage to the tissue. Table 4 Peak listing for ex-vivo porcine aortic tissue progressively damaged using abrasion over controlled time intervals.
Legend: -= nil (i.e., no peak present), no peak shift, minor peak or vibrational shift and major peak shift. Figure 5 shows an example of the result of a controlled tissue damage test on the ex-vivo porcine aorta tissue using a catheter tip. It is possible to visually distinguish between the undamaged and damaged tissue surface, which has a damaged internal lamina membrane. In practice, since the aortic tissue is extremely tough and resistant to piercing, it was found that abrasion (i.e., rubbing) of the catheter tip on the tissue did not lead to tearing of the tissue but only to the removal of the surface intima layer and the intima-media lamina, ultimately reaching the media layer. This may be attributed to the fairly small magnitude normal force applied (0.2 N) to the catheter tip, the angle of orientation of the catheter tip to the tissue as well as the stiffness of the catheter tip and shaft. The degree of damage to the porcine aorta, as indicated by the FTIR results, is reflected in the observed COF for the different stiffness of catheter tip and number of passes. Figure 7 shows the development of the COF for the lowest stiffness tip 1 (Fig. 7a) , the stiffer tip 2 ( Fig. 7b) and the stiffest tip 2 with shorter free tip length (Fig. 7c) . In these figures, the COF changes with sliding distance in an erratic manner but reproducible for each pass. The reproducibility indicates that the behaviour can be attributed to the uneven surface of the porcine aorta. The erratic changes in COF are due to variations in amount by which the catheter tip, which was oriented at 45° to the tissue, "digs in" to the tissue causing bow wave formation at the leading edge. This leads to variations in the ploughing or deformation component of the friction. For the lowest stiffness catheter tip (tip 1), the COF was approximately the same for all passes. Nevertheless, the FTIR results (Figure 6a ) indicated significant spectral changes, so it is likely that the damage occurring between pass 1 and pass 9 is within the uppermost (intima) layer of the tissue. With the catheter tip of intermediate stiffness, Figure 7b shows that the friction decreased with increasing number of passes, and this is still more evident with the highest stiffness catheter tip (Figure 7c) .
Spectroscopic analysis of controlled tribological damage to ex-vivo aortic tissue
The FTIR spectrum (Figure 6b) shows relatively large spectral changes as the catheter tip stiffness is increased, suggesting that these changes may be associated with greater tissue damage extending beyond the uppermost intima layer. Because it is known from tensile testing that the media is the softest of the three layers comprising the aortic tissue [52] , it can be hypothesized that the reduction in COF with increasing surface damage may be attributed to a reduction in interfacial shear strength as the damage begins to extend from the intima into the media layer. This may lead to a reduction in the adhesion component of the friction which is given by:
Where is the interfacial shear strength [N.m These results clearly show that limited damage as induced with an actual catheter tip can be observed with ATR FTIR, provided the tissue is very carefully handled, and that the degree of damage shows some correlation with the friction coefficient. It is important to note that human blood vessel tissue, especially in the diseased condition, is likely to be more susceptible to damage that healthy porcine aorta, and may show differences under milder loading conditions. Additional tests on such material, correlated with histology, are required for a final confirmation of the suitability of FTIR for in-vivo catheter-induced damage and this will be addressed in future work.
CONCLUSIONS
ATR-FTIR spectroscopy was investigated as a method for the quantitative assessment of tissue damage during endovascular catheterization by performing qualitative and quantitative damage tests on ex-vivo porcine aortic tissue. ATR-FTIR spectroscopy has several key advantages over other spectroscopic approaches, since it is easy to perform and comparatively fast (a few minutes) as it has a high signal-to-noise ratio. Its sensitivity to polar functionalities enables easy detection of subtle differences in the biochemical structure of the various tissue-layers. As the application of ATR makes the method highly-surface specific analysis of the damaged tissue surface is possible. Based on the results obtained during the tissue damage tests it can be concluded that FTIR spectroscopy is a reliable and effective measurement technique for quantifying tissue damage since it allowed very repeatable spectra to be obtained from the ex-vivo porcine aortic tissue for a period of up to 36 hours after excision, with no major spectral changes observed during this time frame due to tissue age (i.e., there were no differences observed between fresh and old tissue). Obvious changes were visible in the FTIR spectra as well as the friction coefficient as a function of increasing damage, even in the presence of small-scale tissue non-uniformity. In particular the spectral changes due to damage to the outermost layer of the aortic tissue were significant and suitable for analysis of realistic catheter-induced damage, provided appropriate sample conditioning is performed. The observed spectral changes that were associated with tissue damage and which correlated with a reduction in friction coefficient, can be attributed to the removal of successive layers of tissue with different chemical characteristics as a result of a 'wear process' (i.e., abrasion). With the experimental protocol applied here, it is unlikely that mechanical damage to the tissue produces biochemical changes that can be observed in FTIR spectra, since the aortic tissue has been removed from the body and does not contain blood. 
FUNDING ACKNOWLEDGMENT
